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A MICROPROCESSOR CONTROLLED PRESSURE SCANNING SYSTEM 


Robert C. Anderson 
Lewis Research Center 
Cleveland, Ohio 44135 


ABSTRACT 

A microprocessor-based controller and data logger 
for pressure scanning systems is described. The 
microcomputer positions and manages data from as 
many as four 46-port electro-mechanical pressure 
scanners. The maximum scanning rate is 80 pressure 
measurements per second (20 ports per second on 
each of four scanners) . The system features on-line 
calibration, position-directed data storage, and 
once-per-scan display in engineering units of data 
from a selected port. The system is designed to be 
interfaced to a facility computer through a shared 
memory. System hardware and software are described. 
Factors affecting measurement error in this type of 
system are also discussed. 

INTRODUCTION 

Microprocessors can impact the computerization trend 
in large aerospace test facility measurement sys- 
tems by making "smart" Instruments feasible. These 
instruments generally simplify the main computer- 
instrument interface and can also relieve the main 
computer from the timing and bookkeeping of instru- 
ment managing. This paper describes the coupling 
of a microcomputer and several pressure scanners to 
create a "smart" pressure scanning system. Perti- 
nent features of this scanning system are self- 
calibration, position-directed data storage (i.e. 
the scanner position determines where the data is 
stored), checkout capability, and fault detection. 

The system was designed to eliminate the external- 
system dependence and the large amount of required 
pre-run adjustment common with pressure scanning 
systems previously used at Lewis Research Center. 

The pressure scanning system has been built and is 
operating in a full scale engine test facility and 
another is planned for a new engine component re- 
search facility. Moreover, a primitive hard-wired 
version of the system (without the microcomputer) 
has been operating for over one year. This report 
describes the microcomputer-based system design 
philosophy and the design of the system hardware 
and software. In addition, tests and operational 
experience on both the microcomputer and the hard- 
wired systems are also discussed. 

SYSTEM DESIGN PHILOSOPHY 

This section introduces the system and briefly dls- 
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cusses the general design goals. The word "system" 
here refers to a multicomponent device whose input 
is pressure and whose output is binary numbers pro- 
portional to the pressures. 

The system design was motivated by the need for a 
system that could consistently produce valid, accu- 
rate data without any manual pre-run adjustments and 
for a system whose operation would not be dependent 
on other facility systems. In addition, checkcut 
assistance and fault detection were considered 
highly desirable features. Cost, primarily man- 
power cost, was also a factor in the design. As a 
result, commercially available equipment was used 
wherever possible. Both the pressure scanner and 
the modular microcomputer system are commercially 
available. Also a high-level programming language 
was used to write the microcomputer programs to cut 
down programming time. 

Hands off operation of the system is achieved pri- 
marily by making the system self-calibrating. The 
whole data acquisition process is controlled by the 
microcomputers, which makes the system completely 
independent of external facility systems. 

Figure 1 is a block diagram of a complete system. 

The scanning system Includes the microcomputers, 
scanners, reference pressure generators, and a shared 
data memory module connected to all the microcom- 
puters. In normal operation the microcomputers step 
the scanners and acquire data after each step. The 
system can measure as many as 768 pressures at rates 
as high as one update for every measured pressure 
every 2.5 seconds. 

The data are stored in the shared data memory ac- 
cording to the scanners' positions. The reference 
pressures are connected to the scanners and measured 
with the other pressures so that the system calibra- 
tion can be determined. The master facility compu- 
ter shares the data memory and may interrupt the 
system at any time to read the ^.ata. Some data dis- 
play and fault checking are provided by the micro- 
computers when the system is r,.nr..ng. 

Checkout assistance is provided by front panel dis- 
plays and manual controls. Displays include 
sequence fault lights for each scanner and contin- 
uous once-per-scan display of a selectable data word 
either as raw counts or converted to engineering 
units. Front panel control includes scanning rate 


-UIGINAL PAGE IS 
OF POOR QUALITY 


t 


selection, selection of dsta word for display and 
the selection of tha type of display (counts or pal). 
Another front panel control stops the scanners when 
a selected scanner la on a selected port and up- 
dates the display with the data from that port. 

This feature la valuable for Initial setup where 
the system gain Is matched to a newly Installed 
transducer. This stop mode Is also useful for leak 
detecting and system noise determination. 

SYSTEM DESIGN 

Pressure Scanner 

A block diagram of one pressure scanner Is shown In 
Fig. 2. The scanner contains a pressure selector 
switch with Its transducer, the switch drive motor, 
an optical position encoder and the scanner elec- 
tronics module. A photograph of the scanner Is 
shown In Fig. 3. The pressure selector switch Is a 
rotary type with a centrally mounted transducer. 
Surrounding the transducer is a bulkhead having 
48 ports. Pressures applied at these ports are 
selected and transmitted to the transducer through 
a channel In a movable rotor. Figure 4 shows a 
diagram of this operation. The scanner electronics 
module provides the drive signals to the motor and 
implements a STEF command and a HOME command when 
they are received from an external source. The 
electronics module also reads the binary encoded 
position and transmits the reading to the scanner 
output. 

Reference Pressure Generator 

The reference pressure generator used in these sys- 
tems is a deadweight type regulator. The expected 
error of the generator Is ±.025 psi or .025 percent 
of the set point, whichever is greater. 

Microcomputer 

Components . - The modular microcomputer system used 
for the scanner controller la based on an 8-bit 
integrated circuit microprocessor. This processor 
can address 16 384 8-bit bytes of memory and can 
access 32 input/output ports (8 Inputs and 24 out- 
puts). The card system shown In Fig. 5 interfaces 
to the processor and provides (1) a 14-bit address 
and data-out buss (2) an 8-bit data-in buss (3) an 
8-bit memory data-in buss and (4) an 8-bit memory 
data-out buss. A block diagram of the card system 
is shown in Fig. 6. In addition to th’ computer 
system modules, several modules were designed for 
scanner transducer signal processing. These In- 
cluded a pre-amplifier card, a 4-channel analog 
multiplexer card, and an A/D (Analog-to-Digital) 
converter card. In the text that follows the system 
of cards described above and their interconnections 
will be called the microcomputer system. 

It is not the purpose here to detail the circuits 
used in the system. However, there are some items 
having to do with the transducer data path that are 
important. The transducer data path Is shown In 
Fig. 7. The analog transducer output is amplified 
with a gain of at least 100 before it reaches the 
A/D converter which has an input range of ±5 volts 
DC. The only adjustment needed in this system is 
required when a new transducer is first installed. 


To maximize the resolution, the pre-amplifier gain 
Is adjusted so that the A/D converter puts out 
approximately full scale when the transducer sees 
the maximum pressure to be measured. The A/D con- 
verter output Is a 12-bit binary number, offset so 
that zero out means -5V DC input and 4096 out means 
+5Vj)c input. The adjustment need only be approxi- 
mate because of the self-calibration capability of 
the system. In general, the transducer will use 
only half the range of the A/D converter unless it 
Is a differential unit which can make the plus to 
minus full scale excursion. When the transducer 
uses half scale of the A/D converter (2000 counts) 
the resolution is then 0.05 percent of full scale 
(1 binary bit out of 2000). This is sufficient 
because it is equal to or less than the expected 
random errors in the system. The systematic errors, 
as will be discussed later, are eleiminated by cal- 
ibration. 

The digital portion of the transducer data path is 
also shown in Fig. 7, It is Important to note that 
the A/D converter output is 12-bits. Because the 
microcomputer works with 8-bits at a time the data 
is divided into two 8-bit bytes. These byteB, one 
with 8-bits of data and the other with 4 bits, are 
stored in memory one at a time. It is therefore 
necessary to prevent the master computer from read- 
ing the data between the storing of the two data 
bytes. 

Front panel controls and displays . - The microcom- 
puter front panel is shown in Fig. 8. The elements 
include four SEQUENCE FAULT lights (one for each 
scanner), a four digit decimal display, three push 
buttons lighted to show their function, and thumb- 
wheel switches. Pushing the SET RATE button starts 
the system, which selects the scanning rate from 
the RATE-PORT thumbwheels. After start, the VALVE 
and RATE-PORT thumbwheels control the display along 
with the PSI/COUNTS button. The operating mode Is 
controlled by the STOP/RUN button. The functions 
of all the front panel elements will be detailed in 
a later section. 

Microcomputer-master computer Interface . - The hard- 
ware described above can acquire and store data from 
as many as four pressure scanners. The memory share 
controller connects to four microcomputers and 
allows all the microcomputers and the facility mas- 
ter computer to access the data memory. The address 
buSB and the data buss to the memory are switched 
to let the microcomputers read and write, while the 
master computer may read only. 

Under certain conditions the master computer may be 
locked out of the data memory. The master computer 
is locked out (1) if the microcomputer has executed 
a HALT instruction (2) if the microcomputer 1b 
presently using the memory and (3) if the micro- 
computer is between bytes, storing a data work. In 
cases 2 and 3 the ma..ter will wait at most 2.5 mil- 
liseconds before getting control. In case 1 opera- 
tor action is required. 

Program 

Overvl ew . - The largest portion of the software for 
the scanner controller was written suing a high 
level language written for the microprocessor called 
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PL/M. The program Is given In appendix A. Assembly 
language was used for. savaral things that PL/M did 
not do efficiently and a commercially available 
software floating-point package was used for engi- 
neering unit calculations. Before getting Into 
details of the software, It la helpful to briefly 
discuss the memory usage In the microcomputer. 

Memory allocation . - The addressable memory of the 
microcomputer Is conveniently divided Into 64 pages 
of 256 bytes each. This means that the most sig- 
nificant 6 bits of memory address Indicates the 
page while the least significant B bits Indicates 
the location on the page. The memory allocation for 
the controller system is shown in Fig. 9. The pro- 
gram is located in 5 pages of non-volatile PROM 
(Programmable Read-Only Memory), and the so-called 
scratch pad memory Is In page 8 of RAM (Random 
Access Memory). 

The data memory starts at page 16 of RAM where data 
from each scanner are stored In a separate page. 

The scanning rate is stored In location zero of 
each data page and the high and low reference pres- 
sure values are stored in location 100-103 of 
page 16. 

Controller program . - The controller program flow 
chart is given In Fig. 10. The program can be 
divided Into six functions. 

1. Initialization. 

2. Scanner data acquisition and storage. 

3. Data display. 

4. Engineering unit calculation. 

5. Operating mode control. 

6. Sequence fault check. 


To acquire data from one port on each of the four 
scanners requires 5 milliseconds. 

For optimum data reliability it Is necessary to let 
the scanners sit on a port as long as possible be- 
fore reading to minimize the effects from initial 
pneumatic switching transients. So Ideally the 
transducer should be read at the moment Just before 
the switch to the next port. In the scanners used 
there is a 10 to 20 millisecond delay between the 
step command and the actual step. This delay means 
that after the command to step to a port there is 
still some settling time available on the previous 
port. This system uses the extra settling time by 
sending the step command before It reads the trans- 
ducers. 

Data display - Before the step-acqulre-data sequence 
starts each time, the computer reads the VALVE 
thumbwheel switch on the front panel. Then the com- 
puter compares the position reading from the se- 
lected scanner to the FORT thumbwheel switch set- 
ting. If a match occurs the display flag is set. 
Otherwise the flag is reset. The display flag 
causes the "DISPLAY" subroutine to be called when 
data acquisition is complete. This routine has two 
modes; (1) display counts (0 for negative full 
scale to 4096 for positive full scale) or (2) dis- 
play engineering units. The mode is determined by 
sensing the position of the "PSI/COUNT" switch on 
the front panel. 

Display is accomplished by converting the binary 
number to be displayed to 4-digit BCD (Binary Coded 
Decimal) . The microcomputer sends the BCD code to 
the four decimal digit display on the front panel. 


Initialization - Upon power up or when the SET RATE 
button is pushed, the computer reads a binary rate 
value from the dual purpose RATE-PORT thumbwheels 
on t.*e front panel. The binary number Is read as 
ports-per-second with an allowable range of 1 to 20. 
If an Illegal rate (greater than 20) is read, the 
computer begins to flash "9999" on the decimal dis- 
play until the thumbwheel switches are set to a 
legal rate. In addition, the illegal rate causes 
the rate bytes In the data memory to be cleared so 
that the master computer knows that the scanners 
are not scanning. As soon as a legal rate is read, 
the computer gets a double byte delay number from a 
rate-dependent location in a table. The delay num- 
ber Is stored in a software timer control word. 

The software timer is used to time out the period 
between scanner step commands. The program then 
sends a home command to the scanners and enters a 
data acquisition loop. 

Scanner data acquisition and storage - Within the 
data acquisition loop, executed every step, are the 
step command, fault detection, display control, and 
a smaller loop which acquires a reading from each 
of the four scanners after every step. Acquiring 
a reading means; (1) reading the position from the 
scanner of interest, (2) switching the analog multi- 
plexer to to the signal from the transducer of 
interest, (3) commanding the A/D converter to digi- 
tize the transducer signal and (4) storing the 
12 bits of digitized data in the two 8 bit memory 
words assigned to the port number read in step 1. 
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Engineering unit calculation - When the PSI display 
mode is called for, the computer uses preset values 
for high and low calibration pressures to calculate 
the result of the following equation: 


Px 


P L + 



where 

P x is the unknown pressure. 

Pj^ is the low calibration pressure. 

Ph is the high calibration pressure. 

Cjj is the counts read on the high-cal port. 

Cl is the counts read on the low-cal port. 

Cy is the counts read for the por*- of interest. 
The floating point software is used only for the 
multiplication and division. The same display 
routine described above is used to display the re- 
sult. 


Several important facts should be pointed out here. 
First the microcomputers do not do this calculation 
for every port but only for one port per scan and 
then only if the PSI/COUNTS switch is in the PSI 
position. The data memory never has the results of 
this computation. So that the master computer must 
do this same caluclation for each pressure of inter- 
est to get psi. Lastly, the engineering unit cal- 
culation in either computer assumes linearity over 
the calibration range. This means that both non- 
linearity and hysteresis will contribute to error 
in the result. 
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Operating mode control - The STOP/RUN ewltch posi- 
tion determine* the operating mode. The RUN mode 
18 described above. If the STOP position is sensed, 
the computer deletes the step commands when the dis- 
play flag is set. This effectively stops the scan- 
ners when the selected scanner is on the selected 
port of interest. The data display continues to be 
updated at the last rate selected. 

Sequence fault check - At the beginning of the data 
acquisition loop each scanner's position is stored 
in a memory location. The positions after the step 
are compared to the stored positions. If the 
after-step position of a scanner is not exactly one 
more than the before-step position, the SEQUENCE 
FAULT light for that scanner is lit. The fault in- 
dicators are updated after every step. The sequence 
fault indicators will light once per scan when the 
positions go from port 48 to port 1. This can be 
used as a front panel indication that the scanners 
are scanning. 

Master computer program . - Something ahould be said 
about how the master computer reads data from the 
shared memory. The master computer must send an 
address to the memory controller for every byte of 
data it wants to read. The memory controller 
switches the data memory to the master computer if 
none of the previously mentioned lock-out conditions 
exist. There are two ways provided for the master 
computer to know that it has data memory control. 
First, a "ready" signal is received and second, 
address "1" in any data memory page will contain a 
zero if control has been switched to the master com- 
puter. The master computer must send two sequential 
addresses for each scanner data word because of the 
one-address one-byte rule. If the memory controller 
has to wait longer than 10 milliseconds from one 
master computer address to another, data memory con- 
trol is automatically switched back to the micro- 
computers, 

OPERATIONAL EXPERIENCE AND TESTS 

To date both a microcomputer system and a more prim- 
itive hard-wired system without a microcomputer have 
been Installed, tested, and are operating. In fact, 
the hard-wired system has been operating for over 
one year, producing accurate data without any manual 
adjustments except for the original setup. The sys- 
tems are tested for accuracy by applying precisely 
known pressures to the scanner and comparing meas- 
ured values to known values. These tests, both in 
the lab and on Installed systems have shown the sys- 
tem error to be typically less than 1.15 percent of 
the calibration range. 

It is important to know some of the factors which 
contribute to system measurement error in order to 
understand the significance of the tests. Only ran- 
dom errors need to be considered because the self- 
calibration feature eliminates systematic errors. 
This calibration not only eliminates error due to 
transducer zero shifts and sensitivity changes but 
also error from drifts in amplifier gan and zero 
offset. 

Fist, consider the random error in the transducer 
signal path. Nonlinearity and hysteresis in all the 
components plus A/D converter resolution error will 
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affect the system error. The largest of these is 
the A/D converter resolution error which is adjusted 
to be about +0.5 percent of the calibration range. 
The other errors are less than 0.01 percent of the 
calibration range. The transducer producing the 
signal will have typical nonlinearity of 0.15 per- 
cent transducer full scale and typical hysteresis of 
0.05 percent full scale. Adding to these errors is 
the uncertainty in the reference pressures which is 
±0.025 percent of the pressure. These random error 
values lead to a root-sum-square error estimate of 
less than +.15 percent of the calibration span. 

Pneumatic effects in the pressure selector switch 
and associated tubing can also cause errors. Refer- 
ring to Fig. 4, the so called switched volume at 
pressure P n -i, causes transient pressure effects as 
it equalizes to pressure P n . Thus the pressure in 
the volume may overshoot P n and oscillate. Or the 
pressure may asymptotically approach the true value 
when the pressure is low or the tubing is small and 
viscous effects are dominant. If the system is 
allowed to settle long enough for these transients 
to pass before data are taken, the data will be 
valid. 

The scanning rate, the size of the switched volume, 
the pressure levels and their scanning order affect 
the severity of these transients. Specifically, the 
switched volume should be minimized (<40 cubic mm) 
and the scanning order should be arranged to mini- 
mize the number of large changes in pressure level 
between adjacent ports. A selected scanning rate 
may be evaluated by comparing data at that rate with 
data taken at the lowest rate (1 port/sec). If the 
are essentially the same, the selected rate is ac- 
ceptable. When transient errors are minimized as 
above, rates as high as 15 ports per second can 
yield errors as low as +.15 percent of the calibra- 
tion ranges. This result was determined from a 
series of calibration tests. Applied test pressures 
were varied from 1 psia to 500 psia with port-to- 
port pressure changes that ranged from 0 percent to 
100 percent of the calibration range. Typical 
results when the rate was optimized showed greater 
than 90 percent of the readings (a typical group 
numbered 400) fell within ±.15 percent of the true 
value . 

SUMMARY AND CONCLUDING REMARKS 

The microcomputer controlled pressure scanning sys- 
tem shown in Fig. 1 is capable of measuring pres- 
sures at rates as high as 768 pressures every 2-1/2 
seconds assuming a 20 port second rate. The scan- 
ning system is a solution to the problem of economi- 
cally measuring hundreds of steady-state pressures 
in large test facilities. The system has such fea- 
tures as calibration capability, position-directed 
data storage, sequence fault indication, and contin- 
uous display of a data word once per scan in counts 
or in engineering units. The output of the scanning 
system can be easily Interfaced to a computer. The 
microcomputers Btore the scanner data In a data 
memory which can be read at any time by the facility 
master computer. Tests have shown the system to be 
highly reliable. One system has been operating over 
one year and yielding accurate data without requir- 
ing any adjustments. Tests for accuracy over the 
operational period of these systems have shown the' 
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the system is capable of measurements with errors 
less than ±0.15 percent of the calibration range. 


uj 


APPENDIX A. 

MULTIPLE PRESSURE SCANNER CONTROL PROGRAM 


ALL PROGRAM V A El AUL £*• A*? ClflNlD NELCN 

ACTUAL PICORER BEGINS AT LA ALL 'CALLNATI* 

•••••••••/ 

DECLARE (S* ATUS, BCD. SCRATCH, RITM I, BTHP) BITE; 
DECLARE HATCH. DIAL!*) BITE; 
rECLAAE (Pns.PO^TAP) (5) OYT E; 

0ECIARE (UA, IRATE) AJDR8SS, 

(A) (2) BITE, 

(VALVINUH, INDIJ. POSNEAD) Bff, 

(C BASED 00) BITE, 
tTIPOIIT.n Alg.j) A COM ESS. 

(DELAC.tlhLfc'I.D BASED y B) ADDRESS, 
(STATUS ISTORE) RITE, 

(ENG 1,*NG2) ADDRESS. 

(O20lll # O20LO, UlSHl.OtSLD) BITE; 

DECLARE <jk ADDBES5.A SCIAtCM BASED 0* ADDRESS, 
BSCP A T CH EASED JB ADDRESS; 

DECLARE IR ATEDKI ADDRESS; 

DECLARE BlS IT 2 LATA 

/••••• 

E I R5 T LOCATION IS EASE ADDRESS 

* * •••••/ 

(«OO0M,«EC2I1 # 2U2iI. ISEDM, I )72H,0P2HH. 

' CE7H,0A.)5H,r-«BAH,OBA5M,079SH, 

0^ ‘AHM , 0S7DII , 0* 7 IN , 04bCH,0«b4H , 
«*>EM,"1S‘HI,Q1$NH # 9J4PH.U JUBH, 
irrrEM, rjEprrR,orrrfH) ; 

DECLARE Blsrr PA5P0 BIS2T2 ADDRESS; 

DECLARE CHECKS LI TER ALL! ‘OTOM* ; 

DECLARE Z ElO R AT IS LIT ERALLT *0A«»H* , 

C01 V|H A NDL5 LITERALLY 'OCOH*, 
jAIESPOSS LITERALLI »11EN» , 

NATEIZEBOS LITERALLI *1 IBM* , 

STOPIS UNIS LITERALLI • II9R* , 
5HOBTHTOBES LITERALLI • t« IN • ; 




PROCElHIR! TO 'IT Tl ' •« A T“ ANl SET IIP Tilt TIRIR CONTROL NORDS 
INPUT 13 A T HUH BN H I KL r *ITlM SETT I A 1 . CORRECTED TO THE STH 
PORT P THE n-IHDEf) INIUT CHARM EL » 

* •••••••••/ 

tirpriseT: niocrmiRr; 

3 ET I A OR : OUTPUT (1) «Sj 

ncn« INPUT (I) ; 

IP IlCN (I NAT2 1* DOUBLE ( BCDsTof BIN) ) <21I» 

THEN 00 TO MOKAR J 



PLASH 'IN THt DISPLAY IE THE "ATE IS ILLEGAL 



ERR : CALL ELASH7; 

GO TO SET IA JR; 

/• * * 

PICA orr THE I • 1T*1 DOU5LI 1'ITE BORO IN BSETI2 EOR THt RATE 
RHEME THE I l r IRATE AND THt VARIABLE HAS THE BASE AT IT«S 
MUST DOUBLE DIT- NOR0. 



NOERR: ARITfcUEI-ul if T (LOK ( IN A TE) ) ; 

/••• •••••• 

SET THE COARSf AND THE PIRE TIHENS ACCORD I RG TO BSET2 NUMBERS 



A |1)a LfiR (I RATI ttl) J 

a | i>i -mtgh(iratidki) ; 
petonn; 

END TlSEBlSfT; 

mm...... 

procedure to calculate en m REEP 1 N3 UNITS 



EkGI: PROCCDUNE J 

OR* 4 A ?Q|i ( 

SETIDtLRC : PI' lie- D (M -D (1) j 

IP DELSC*0 THEM NET'INl 0; 

nELlri-TRpuuT - r 1 1 1 ; 



CALL ROUTT T«» HANOI* *'»» mill IRTo Till FLOAT IRC POINT CALCULATIONS 



START ICON V ; CALL CONIIllANOL; 

END ERG J PNP L NON; 

/• 

PaOCEDUBE TO Dl SPLAT A fOUR-DIGlT BCD BURNER ACCORDING TO 
THE BINARY NOPD IN "T SPOUT" 


IN DH:CHICR : 


cunisharoL: 


RATESLEROt 


STOPISHARE: 


.HJRTIStORf : 


PROCEDURE: 

GO TO CHECKS ; 

FRD CHECK; 

I ROCK DU RE; 

GO TO EEROM IE i J 
’HD ZEROSRATE; 
PROCEDURE; 

GO TO CO NV I t AH CLS ; 
LRD COM Vilf AMDL; 
PROCEDURE; 

GO TO SAVEfPOiS; 

EMD AltSPOS; 
PROCEDURE; 

G" TO RAT 'IZIROS; 
END RATES EERO { 

I ROC EDO R f ; 

GO TO STOPS SHARES; 
FRD STOPISHARE: 
PROCEDURE; 

CC TO SNOHTSSTORE5; 
EBP SMONTSSTORE; 


PRUCiDtll 

MD 

M0) 


I TO TIRE OUT A THEN MURDER Of HI ILE SECONDS 
NAS NUPDfl Of 12.5 HILLESECGRD PERIODS 
HAS RUBBER Of 3.12', HILLESECUND PERIODS 





TI REN : 

f NOCIOU RI; 
BTHP-A M) : 


T5THI: 

If *TRP-0 THEN 60 TO TSTLO; 
NTHP-BTHP-1; 

CALL TIHE (200) ; /•••#•# 1^,4 NSEC •/ 

GC To T5THI; 


TSTLO: 

Tf A (0) -0 THEN RETURN ; 



PR i»l ED UR f TG 


RETURN; 

FRD TIMER; 

VALVlflEADt 


PRUCIDURP Ti •iiNWRT A .‘-niGIT B' D TO NlilMV 
INPUT tS A VAPtAl.LE A ICR R TO ALL AS "RlC” 


BJPlT'JlUl a: IHOCEDUR* BIT f ; 

BPTUtl | A" i 

• 1 1 HR ( I BCD AND 0E0'|. 1 » ) 

♦ r-SP ( (D“D AMD OH) . I) | ; 
IRD BcDlT i|MN; 


PROCEDURE THAT PLASHES -VIS" JR T« t CONTROLLER FRONT PANEL 



EL ASMS: rVOCIPORT; 

/••••••••••••••••••••••••••a* 

•1ERORATE* CALLS A S EC* ION Of TIP •CNPCN- ROOTINI 

I RATON HAS BIT I NIC AN ILLEGAL Niff 
••••••*•••••••••/ 

'ALL NAP’IZ*RO; /*SfTUP POR ZEROING THE RATES •/ 

CELL ICB IIRATtl /• O'* IT •/ 

OUTPUTIM *1 IN ; 

CUT PUT 1 7 I • *NR ; 

A ( 1) • 1 JH; 

CALI TIHEn; 

OUTPUT | fc) •rrPM; 

OUT PUT 1 1) •OPEN; 
tAlL TIH 5 
RETUI 


DtSPLAI: FRCCECURE; 



STORE 10*111 IN TRPOUT SO TMI 4-flGlt DISPLAI 
BILL SNOB III. I PSI 



IP IINPJ- |S| AND 411) -M THEN GO TO TLAINOUT} 

CAU ENGN) 



OUTPUT or TRY OUT A - III. I f 3 1 OR fill COURTS 

••••.»/ 

PLAXMOUTt OJOHl • 0 I 
C2CLC-0; 
nivil-O; 

f 10 1 r»D j 

1ST 1000: IP TPPUH? < 1CQ0D 1HER GO TO TST100; 

C2i HI * O20H1 • 1 1 
TBPOHT»THPOUT-10C0D; 

GO TO TST1900I 

TST100: TP THPGUT < HOD THEN GO TO TSTIOl 

r l i 1C* 02010*1; 

THPollT-TH PjUT- IO0D; 

GO TO TST100 J 

TST10: IP THPOIIT < 10D THEN GO TC ADUUT ; 

0l4RI«alSHI *1; 

TRPOUT* TRPOUT- 100; 
r.c To TSTIO ; 

OlHLO-L IN ITHPOUTJ ; 

MOTruTlM • «L(U 20 NI,N) *O 20 L‘i; 

OUTPUT (A)* 2<Yl (QINIII, «) *OlSLii; 

R ETUNR ; 

E ID DISPLAY ; 


I ROC EDO It J 
H A TC H ■ I ; 

TiT»lYI015PLs CUTPUTIM-N; 

Hr AO SCANNER HUHPER PROH THI ThURNNHEEL SB I TcR CORRECTED TO INPUT * 0 Y-fc» 



BID* HR ( IRPOT (T| ,4) ; 

TSTfPORlt Ollt PUT |1) • D* Alt |j* KDfTORilR ; /• THB VALVE •/ 



SET A REG TO SCANMM* NIHHP* IN UBUtR TO READ PITENDRD IRPOT 07- |VA LffNIIB) 
*•••••••••*••••••••••••••••••/ 

1CRRTCM* f NP UT |T) ; /*RPAn POSITIOI •/ 

IP) MATCH- I 'M) THIS SCBATCH-OHj 

CONVENT an TO 0 HkCAl'M r RCNT FREURATlC PANEL CORRECTOR SA1S PORT *0" 
NRlir THE OPTICAL P* Dttrn pUV. OUf A 

• • a • • : II i • i 

OUTPUT fi| ■ 1; 

I I I M .• f»T | 7) ; /• IFAD YNR PUSITIOR •/ 

If | NirrH. R« tltiiSbYN) Thin NATCH. 0; 

TSTI 1 Eft • f«'P : If IIYNIITI 4 ) R •?» hhi or NATCH) -0 

TH*V GO TC UOISTBPI 

/••••••••••«••••••••••••••••• 

HATCH • C RPANS NE * * P UN IT 

IP NI'PE * IT A NO •» V»AD A '(TOP, .... THE R DON *T STEP 


At IF. 5 5 IOC II i il 


IND 


OHIO INAL P\GF to 

0i ’ won QuS 


7TIPI VALlTSr 


RolsTlPi 

Y.T» *TOR fHA ■> J 


C ALL STii* 
OUTPUT IN) 

»urr "T i ■) 

, »IL T I R * | Y 1. 1 
i A LL T | a | i 1 *• ) 
. I 


HAN I ; 
ENJ 


• A i v l a 


■ 1 ; 


a 


SET THE 3ASE ADDRESS PO* STOBJBr. THE SATA 
AND 

SET ANCILLART rl'ST Nn*»u To UAL TO THE HATE 


If (INPUT ('») AH D H«l) •4N THEN B SCRATCH- H RAT L j 



INPUT #S ■ HM ffcAk-. THAT Nl ‘HE NOT STuPPtD 

HO SET THE INC! I I ART PA** 



output (ij • viiviwin: 

INDII-1HL (rOSNtiJ:* It *WT (7) AH') IPH) , 1| ; 
rcr.(VAL»lN'H| -POSKFAD; 

ASDfCONVITt CUTPir (l)-PH; 

/•START THE ANAL 10 Til DIWAL COHVEPTE* •/ 

OUTPilT 

SfOR|*)AT A: C (INI) Cl) •INPUT (J) ; /••••••LSR»/ 



CALL THE SHGPT HOOTIHr. 10 STORE THE HEAT Br’P 

* ••••••/ 

TAIL SNOiriJTCfclj 

Xf(HATCHNl) THEN UC TO CNUiflUI; 

If (VA IV #H'J H< > DV ALT I) r H»N 0.7 TO CHOIR III; 

5AVQH-0U; 

* 

SET THPO’JT E.-'JAL TO THE DA1A HOLD JUST ftAU 
OH THE REQUESTED SCANNER 

ip the Pont hatch i ; tmr naqoestsd one. 

TRMUT-U (POSH LAD) ; 

CHGlHUI: Tr(VALTfNUR:»Tll¥|N’IN*1)-3 THEN GO TO VI EADS OUT; 

OUT PUT (J) ■ VA IV INUH-I ; 

GO TO 5*Tf STOP It AS; 

VREADIOUT: I f (HATCH-'') THIN CALL DIS PLAT : 

HfT'IPN; 

EHC VALVElRfAO; 




SET SCAR RATI ARP HONE T • ! VALUES 



CALLSNATE: CAIL TIHE.ll. IT; 

HOHESTALVIS: OUTPUT (S) •"! PH ; 

OUTPUT (S) -OPH; 

A (1 )-7PH; 

CALL THEN j 



HESPT COARSE THER |mtl pop COHRAJ* PERIOU RE THE EH STEPS 

••••••••••/ 

A (I)-LOM ((NATEDEI) ; 

IHER INTER ARC ILIAR f INfJ • LOR PEP* AND *Hir.N NSP* 

SET THE BASE 


LA* 10NNH ; 

A SCRATCH (1) -DOURLf (OH) ; 

ASCRATCH (2) • tOUELE (1 DDJ ; 

HOISHESET: OUTPUT (?) -OH ; 

PdlfSAVESPOS: POS?HP( 1) .pos ( 1) ; 



CALL ASSERBLT L ANOUAC. E HOLT INI PON SAVIN r. THE LATEST POSITIONS 



SAVE: CALL SAVPAPOS; 

/•••••• > I AD VALVE* ASP POSITIONS •/ 

READ: CALL VALVEIRfAt; 

•• 

CALL ASSEPPtl lAHC.OAr.E R0UT1HI PO* SAQUERCI CHECH AND FAULT LIGHT CONTROL 



CHECRSVALVE: CALI. CHECH; 



CALL TNI TIHPR SUBROUTINE HHICH 
CALAIS UNTIL THE COMECT PEHIOt prr»IEN STEPS 
IUS ELAPSED - - A ( 1) DtTENHtNIS NON SINT W.S HSEC PERIODS 
A |2 1 D*TERHINtS RJ« HINT . NJS HJpr PPRIOHS 

/ 

TIHMOUT: CAll TTHENj 

GO TO HU VAREStf ) 


EOF 




Figure 1. - Block diagram of complete pressure scanning system. 
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figure 2. Block diagram ol pressure scanner. 
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Figure 3. * Pressure scanner chassis. 
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Figure 4. - Pressure selector switch operation. 
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Figures. - Microcomputer chassis, 


4 CHAMNII 

ANALOG 

MULTIPLEXER 


MULTIPLEX ADDRESS 


ANALOG TO 

DIGITAL 

CONVERTER 


CONTROL 


INPUT/OUTPUT 

MODULES 


DISPLAYS 
FAULT INDICATORS 
MODE SWIT( Mis 
THUMBWHEEL SWITCHES 
SCANNER POSITION 


MISC. I NPIJT/OUT PUT 


CENTRAL 

PROCESSOR 

MODULES 
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MEMORY 
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f igure o. Microcomputer system block lagram. 























-6bb5 


r PAGE 0 - PROGRAM 

'"PAGE 1 - PROGRAM 

’ PAGE 2 - PROGRAM 

[PAGE 3 - PROGRAM 

PAGE 4 - PROGRAM 
, ... — 




i PAGE 8 - SCRATCH PAD 

PACF 9 - SCRATCH PAD 

• 

• 

• 

PAGE 16 VALVE NO. 1 DATA 

PAGE 17 - VALVE NO. 2 DATA 1 

PAGE 18 - VALVE NO. 3 DATA 

PAGE 19 - VALVE NO. 4 DATA 

• 

• 

• 

• 

• 

• 

• 

• 

• 

PAGE 36 • FLOATING POINT 1 

' PAGE 37 - FLOATING POINT 

' PAGE 38 - FLOATING POINT 

PAGE 39 - FLOATING POINT 

PAGE 61 - DEBUGGING AID 
PPAGE 62 - DEBUGGING AID 

f PAGE 63 - DEBUGGING Ami 


ONLY IN 
PAGE 16 


PAGE 16 


LOC 0 • VALVE NO. 1 RATE 

LOC 1 - 0 

LOC 2 - DATA 1 LOW BYTE 

LOC 3 - DATA 1 HIGH BYTE 

LOC 4 - DATA 2 LOW BYTE 

IOC 4 - DATA 2 LOW BYTE 

• 

• 

• 

• 

• 

LOC 96- DATA 48 LOW BYTE 

LOC 97 - DATA 48 HIGH BYTE 


LOC 100 - LO-CAL PRESS. LSB 

LOC 101 - LO-CAL PRESS. MSB 

LOC 102 - HI CAL PRESS. LSB 

LOC 103 - HI -CAL PRESS. MSB 


DOUBLE BYTE DATA WORD 



DATA WORD HAS 12 BITS 

1 PAGE • 266 BYTES 
1 BYTE - 8 B ITS 


Figure 9. - Memory allocation lor scanning system contro'ler. 
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• igure IQ. (low chart lor pressure scanning system controller sotUare. 











